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ABSTRACT

The performance paraneters of Noise Equivalent Tempera-
ture Difference (NETD), Minimum Resolvable Temperature
Difference (MRTD), and Minimum Detectable Temperature Differ-
ence (MDTD) for the Naval Postgraduate School FLIR thermal
imaging system were measured. The effects on these param-
eters of varying the detector aperture size (pinhole) were
studied., It was determined that the thermal sensitivity
of the system was directly proportional to the pinhole radius
and resolution of the system was inversely proportional to
the pinheole radius. Minimum values obtained were:

NETD = 3.08° C, MRTD = 18° ¢, MDTD = 16° C.
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I. INTRCDUCTION

A, BACKXGRCOUND
A thermal iImaging system 1s a device which converts
radiation in the far infrared to visible radiation in such
a way that information can be extracted from the resulting
image. Thermal imaging systems extend our vislon beyond
the visible red into the far infrared by making use of the
radiation naturally emitted by warm otjects. 1In addition,
the advantage of the infrared wavelengths of the electro-
magnetic spectrum lies in their ability to penetrate atmo-
spheric aerosols, such as fog or rain,better than visible
radiation. Thermal imagers can be used for medical diagnosis,
f nondestructive testing of materials, real time alrcraft
i reconnaissance, imaging extraterrestrial cbjects, weather

| mapping, and night vision.

Real time thermal infrared imagers which utilize optical-
mechanical scanning devices to convert infrared to visible
information are known by the term FLIR, which 1s an acronym

py for Forward Looking Infra-Red. It 1is used to denote any
fast framing thermal imager that provides an update rate
comparable to that of television.

A FLIR works in the following manner. An optical system

collects, filters and focuses infrared radiation through a

mechanical scanning system which moves the image across an
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infrared detector. The detector output 1is an electrical

signal that 1is proporticnal to the scere radignce, The
electrical signal is then processed for display on a video
moniter, much like a television.

At the Naval Postgraduate School an experimental ~LIR
has been designed and constructed from availabtle zompconents
at the school. It is a working model that can provide a
pasic knowledge of the problems and principles of a FLIE
system. A study of the basic elements of this FLIR system
has teen conducted [Gruber, 1979].

It 1Is important to be able to evaluate the rerformance
of a2 complete thermal imaging system, The majcr parameters
wnich are chosen to characterize the performance of a system
are: Noise Equivalent Temperature Difference (NETD), Modu-
lation Transfer Function (MTF), Minimum Resolvable Temperature
Difference (MRTD), Minimum Detectable Temperature Difference
(MDTD) and Signal Transfer Function (SiTF). It has been
pointed cut that only three of the above parameters are
generally believed to provide a good first order estimate
of thermal imaging system gquality. These are MTF, NETD and

MRTD [Lloyd, 1975].

B. OBJECTIVES
There is much to be gained from a study of the fundamental
image quality parameters which are applicable to FLIR., It

13 the obJective of this thesis project to measure and

11
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evaluate the key performance parameters of noise equivalent

temperature difference (NETD) and minimum resolvable tempera-
ture difference (MRTD) for the Naval Postgraduate School

LIR and to compare these results to thelr theoretical ideal
values. A second objective is to investigate the effect of
changing the detector aperture size on overall system perfor-

mance.

12
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II. THEORY

A, DETECTCR PARAMETERS
The heart of a thermal imaging FLIR 1s its Infrared
detector. An infrared detector under a particular set of

operating conditions is characterized by two parameters:

responsivity R and the specific detectivity D¥. Responsivity

is the response of the detector e: =2ssed in volts of output

per watt of input signal. It 1s defined as

R=VS
HAd
where
Vs = signal voltage (Vrms)
H = value of the irradiance ("EE)
cm
Ad = detector area (cm2)

The specific detectivity 1s the detector ocutput signal-
to-noise ratio for one watt of input signal, normalized to
a unit detector sensitive area, and a unit electrical band-

width. It is defined as

(Aq AfYE v R(A. Af)*
D* = s = ._.__@_.___.
HAd Vn Vn
where
v, = noise voltage (Vrms)

Af = electrical bandwidth (Hz)

13
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The determination of the value of these parameters is not
within the scope of this project but were measured for the

HgCdTe detector used in the FLIR by [Kunz, 1974].

B. SYSTEM PARAMETERS

System parameters fall into two categories, objective
and subjective. The objective system parameters include
signal transfer function (SiTF), modulation transfer function
(MTF) and noise equivalent temperature difference (NETD).
The subjective system parameters are minimum resolvable
temperature difference (MRTD) and minimum detectable temper-

ature difference (MDTD). These parameters can all be measured

in the laboratory and must satisfy two basic requirements.

d First, they must be capable of well defined and repeatable
measurement. Secondly, they must correlate well to the field
performance of the system, which for a military system might

be measured 1in terms of recognition or detection range for

S A —— e A— <

a given target [Newbery and Worsick, 1976]. It should be

noted that there is an important difference between a thermal

imaging system and most visual optical devices. The field
performance of a FLIR 1is limited as much by thermal noise
(temperature sensitivity) as by spatial resolution. Thus
the need for these properties to be combined into a unified
system-observer performance criterion., This is what is
meant by subjectlve parameters, ones in which the spatial
and temporal Integration effects of the eye of the observer

are taken iInto account,

14




1. Noilse Equivalent Temperature Difference

The oldest and most wldely used measure of the ability
of a system to discriminate small signals 1n noise is the
noise equivalent temperature difference (NETD). It is defined
as the blackbody target to background temperature difference
required to produce a unity signal-to-noise ratio at some
measuring point in the sensor, for example on the video
signal before the display [Lloyd 1975].

The derivation of NETD has been done by a number of
authorities, among them are [Lloyd, 19751, [Klein, 197€] and
[Dereniak and Brown, 1975]. The principle assumptions in-
volved in the derivation are important to know 1in order to
have a good understanding of the significance of NETD. Lloyd
presents the following assumptions in his derivation:

a. The detector responsivity is uniform over the
detector's rectangular sensitive area.

b. The detector D¥ is independent of other factors
in the NETD equation.

¢c. Atmospheric transmission losses between the
target and the sensor are negligible.

d. The target and background are blackbodies,

e. The detector angle subtense, the target angle
subtense, and the inverse of the collecting optic focal
ratio can be approximated as small angles.

f. The electronlc processing introduces no noilse.

15
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h., D¥ (x) = () D¥(N )

The resulting formula for NETD can be stated as:

NETD =
= BA T D¥(A,)C, FJ;'(Tb)dx
where
Ay = detector area(cmz)
Afr = equivalent noise bandwidth (Hz)

wavelength at the peak of spec-ral response

o

of the detector (Pm)

Tb = background temperature (°K)
onﬁ = detector angular subtenses (radians)
Ao = effective collecting area ¢f the Infrared

optics, including obscuration (cmz)

infrared optical transmission coefficient

.’

0

3

* = cm Hz "

D ()b) peak spectral detectivity ( WAkt )
c, = l.u388x10u pm °K

AP
‘j}kda effective spectral radiant emittance (Eé%&)
A, crm

The parameter NETD is not a good image quality
summary measure. It does not always correlate well with

the fleld performance of the system because the observer

16
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can carry out spatial and temporal integration on the dis-
played image. Hence this effectively Iimproves the signal-
to-nclise ratlo and therefore the temperature resolution.
However, the NETD 1s a good measure of sensor performance
and is a good sensitivity diagnostic test.

2. Minimum Resolvable Temperature Difflerence

The minimum resolvable temperature difference (MRTD)
is a more difficult gquantity to formalize. As a subjective
system parameter, the MRTD 1s a measure for the signal-to-
nolse-ratio limited thermal sensitivity of a system as a
function of spatial frequency. It 1s defined as the image
signal-tc-noise ratio reguired for an observer to resolve
a four bar target that 1s masked by noise, The derivation
for MRTD by Lloyd uses the same assumptions as for NETD,

supplemented by the followling:

a. The effect of temporal integration by the
cbserver 1ls approximated by a fixed integration time of 0.2
seconds. It 1s assumed that the eye adds signals linearly
and takes the root-mean-square value of noise within any
0.2 second interval.

b. The effect of narrowband spatial filtering in
the eye 1n the presence of a perlodic square bar target of
frequency fT is approximated by a postulated matched filter

for a single bar.

: ¢c. The electronlc processing and monitor are assumed

| to be nolseless.

17
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d. The system 1s relatively simple with zero

overscan, a well-behaved MTF, and a well-behaved nolse power

spectrum,

e. The system 1s operated linearly so that the
response to the target 1s describable by the MTF,

£. The 1mage formation 1s assumed to be spatlally
invariant 1in the scan direction.

2. The displayed nolse 1s white within the signal
band pass.

h. There 1s a 90 percent probability ¢f individual
bar detection.

The derlved expression for MRTD is:

3(NETD/AT, ) £, @@)*
MRTD = T4
rg (Teﬁjgf
where
1 fp = fundamental target frequency (ﬁgga)
l T, = effective eye integration time (sec)
| T3 detector dwelltime (sec)
F = frame rate (Hz)
ro = overall system MTF

An example of a series of four bar targets 1s shown
in Figure 1, while the general shape of the MRTD curve is
shown in Figure 2.

The MRTD concept 1is a useful analytical and design

tool which is indicative of system performance in recognition

18
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1 Figure 2. Typical shape of MRTD curve
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tasks., It 1ls wildely accepted because 1t is an easily

grasped, clearly observatls concert.,

. Minimum Zetecrtable Temperature Difference

The parameter of minimum detectable temperature
1irTepenze (MDTD) 1s at present not widely accepted and no
ccnventlions for it exist. licnetheless, 1t is a useful con-
22rt and 1s designed to correlate with nolse-limited field

leregtion prerflormance, The MDTD 1s defined as the blackbody

«t
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“ference required for an observer to detect

~he prasence =7 3 3guare target when he is allowed unlimited
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n deriving the M¥DTD equaticn, the same assumptions
wrlzh were previcusly stated for NETT and MRTD still apply.
The target 15 3 sjuare blackbody with varlabie dimensilon W

set agalnst a large uniform btackground. From Llioyd the

r. 1.5{2 MRTD (fm=§%)

iouse (?m=§%} = 2

Ahere Iix,yT = tne average va.iue of the convolution integral

of the image of the square target.
The difficulty »f accurately predicting MDTD arises
from the necassity to calculate the quantity I(x,y). It can

be seen from tne above relatiocnship that MDTC 1s the aperiodlce
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MRTZ, and Is usually pictted as a function of

~ne inverse >f rarge* size [lewtery and VWcrswick, 137€].
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It can alsc be seen that unlike MRTD, MDTD does not
have a limliting value of target size, as very small targets
can be detected, 1f they are hot enough. It 1is this property
that correlates well with the practice of occluding the
sensitive area of the Infrared detector by means of a focal
plane haffle or "pinhole". The effect is the same in either
case because the so0lid angle subtended by the detector is
reduced and hence less power 1s received., On the other hand,
by decreasing the size of a detector pilnhole, the resolution
of the system is 1Increased. The tradeoff implications for
the FLIR designer are clear: the thermal sensitivity of the
system can be 1ncreased at the expense of decreasing the
spatial resolution, all by means of adjusting the pinhole
size, The MDTD parameter can be made to show this relation-
ship by plotting it as a function of the spatial cutoff

frequency of the pinhole,

21
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III. EXPERIMENTAL PROCEDURE

A. APPARATUS USED FOR EVALUATICN
1. The FLIR

The FLIR to be evaluated 1s a single cell, serially
scanned thermal imaging system., The optics consisted of a
15.24 cm diameter Cassegrainian type reflecting astronomical
telescope with an equivalent focal length of 228.6 cm. The
Cassegrainian type telescope has a central obscuration, an
adjustable spherical primary mirror, a fixed ellipsoidal
secondary mirror, and a total collecting area of 172.8 cm2.
This type of telescope 1s called a Dahl-Kirkham and is shown
in Figure 3. Mounted to the back end of the telescope is

the scanning mechanism. The scanning devices are two oscil-

lating plane mirrors manufactured by General Scanning, Inc.
These mirrors are mounted at a 45° angle to the beam exiting
from the telescope and are mutually perpendicular to each
other., Thus the beam is directed to the detector while the
motion of the mirrors moves the image in a raster pattern.
This process is depicted in Figure 4, The horizontal scan
rate 1s 200 Hz and the vertical frame rate is .5 Hz. This
produces an image with 300 lines per picture height. The
detector for the FLIR 1s a 2mm square mercury cadmium
telluride (HgCdTe} single cell detector manufactured by

Santa Barbara Research, Inc. It 1is mounted in a side-looking

22
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telescope

exiting beam

J

scan mirror

detector framing mirror

Figure 4., Mirror scanning system

Y

Figure 3, Dahl-Kirkham telescope
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dewar and utilizes liquid nitrogen cooling to 77° K. The

detector operates in the 8-14 pm region and 1s equipped with

an IRTRAN 4 window.

See Figure 5.

The electronic equipment for the FLIR serves two

functions.

The mirror scan drive equipment provides drive

power signals to the mirrors and scan control signals to

the video system.

filters and displays the signals from the detector.

The video equipment detects, amplifies,

Since

the HgCdTe detector is used as a photoconductor, a special

circult is needed to provide the conduction current. Filgure

6 details this circuit.

Tabl2 I provides a listing of the electronic equip-~

ment and its use.

Table T.

Scanning Egquipment

Hewlett Packard 3310
Function Generator

General Scanning CCX101
Scanner Control

lHewlett Packard 467A
Power Amplifier

Wavetek 180
Function Generator

Video Equipment

Princeton Applied Research
Model 113 Preamplifier

Hewlett Packard 465 A
Power Amplifler

2

FLIR Electronic Components

Use

Raster control

Hor’zontal Mirror Drive

Vertical Mirror Drive

Raster Control

Use

o———

Detector Signal Amplifier

Video Signal Amplifier

i
v
ra
S
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Figure 5.

Evacvation port

Relle? vaive
and fill pert

~ Microdot P/N 51.232
50 ohm receptacie

. 4 #2 screws
/" on 0.540 dia 8.C.

9. _1.00 x0.079 thk
Iéq‘ ) window
i)
'ﬁ/é :
0.76 die.

/
k\0.50 (Note 2)

0.86 (Note 1)

HgCdTe Detector and dewar diagram

detector @

Figure 6.

0)
(f] g Output to
190 PAR 113
~=_ 6VDC
L

Circuit for HgCdTe photoconductive cell




Monsanto 0S-226 (P)/USM-368 Display ‘
Cscilloscope |

Interstate Elect. Corp. P12 Flyback blanking
Pulse Generator

Hewlett Packard 467A Blanking Signal Amplifier
Power Amplifiler

2. Test Eqguipment

The test equipment required to conduct the performance
parameter measurements was relatively easy to assemble, set
ug and use, A blackbody heat source was required for all
three tests. If consisted of a 300 watt U-shaped heating
element with a long, flat aluminum bar attached to it. See
Figure 7. The bar was painted flat black and had a chromel-
alumel thermoccuple attached to its front surface. A power-
stat controlled the temperature of the heating element. The
thermocouple was connected to a galvanometer capable of
reading tc hundredths of a milllvolt. The resulting thermo-
couple temperature accuracy was i.l°C.

The targets utilized for the tests were simply pileces
of cardboard with various size shapes cut out of them,

according to the test being conducted. These were placed

at the heat source, between it and the FLIR, to act as a
baffle. Since the total field of view of the FLIR fully
encompassed the target/baffle, the background was uniform
and the thermal radiation could only pass through the slits.
See Figure 8.

There was one piece of hardware especially designed

and buillt in order toc modify the FLIR for the parameter




Figure 7. Heating element

Figure 8, Test targets
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testing. The original detector mounting device was inadequate

in that there was no means to 1lnstall a pinhole in the optical
path., The replacement mounting tube utilized two germanium
lenses as field lenses to image the pinhole onto the detec-
tor. Filgure § 1s a dlagram of the detector mounting tube.
Another feature of the tuhe was the pinhole holder allowed

for quick and easy change of pinhole sizes., Each pinhole

size had its own holder. Pinhole sizes used were .368 mm,

.50 mm, .75 mm, 1.00 mm and 1.5 mm,

B, MEASUREMENT PROCEDURE

1. Noise Measurement

The first task 1In the evaluatlion process was to
determine the nolse level iIn the system. It was found that
initially there was a great deal of undesirable noise at an
unacceptably high level that had to be eliminated. This was
accomplished by means of proper electrical grounding and
shielding of the components. It was this effort to reduce
the noise that led to the installation of the phenolic
insert in the mounting tube. This electrically isolated the
detector from all other components. The noise level was
measured by a Hewlett-Packard 3400A RMS Voltmeter from the
output of the PAR 113 amplifier. With the amplifier gain
set at 1000, the background noilse voltage level Vs was
measured.

2. NETD Measurement

To measure the value of NETD, a test pattern similar

28
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to Figure 10 was used. The dimension W 1s several times

the detector angular subtense to assure good signal response.
The heat source was oriented vertically and the target with
the horilzontal cut was placed 1n front of it, The tempera-
ture of the heat source was adjusted so that it was many
times greater than the expected NETD, The signal voltage

VS was determined from an oscilloscope trace of the waveform
corresponding to the target. The signal was directed to the
cscilloscope from the PAR 113 with the gain and filter set-
tings the same as for the noise voltage measurement. The

NETD was then calculated by:
T -T

. _t b
NETD = V;?V;

3. MRTD Measurement

The test procedure for determining MRTD involved
using the FLIR in its fully operaticnal mode whereby the
amplified signal from the detector 1s applied to the "z"
input of the oscilloscope to modulate the electron beam
intensity. The heat source and targets were placed 83
meters away and the system was focused for that distance.
In the detector mounting tube, the .368 mm pinhole was
installed., The 1nitial readings were taken with the lowest
frequency four bar target with the bars oriented vertically.
The target and background were at the same temperature.

At the FLIR vldeo display, the system was adjusted so that

nolse was clearly vlisible. The scene brightness was controlled
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Figure 10, NETD test pattern and resulting voltage waveform




by the 1intenslty aajustment on the oscilloscope and the

contrast was controlled by the gain adjustment on the PAR 113
amplifier, The system controls were allowed to be adjusted
as the temperature difference between target and background
slowly increased until the four bar pattern could confidently
be resolved. The establlishment of the delta-T is the MRTD
evaluated at the spatial frequency of the target. This
process was repeated with higher and higher frequencies until
the four bar pattern could not be resolved at any temperature.
Each pinhole size was tested.

4, MDTD Measurement

The MDTD testing was conducted in two phases, The
first phase established the MDTD by subjective means. The
procedure involved using the same target as for the NETD
test and employed the same technique for target recognition
as for the MRTD procedure, The temperature at which target
detectlion occurred established the MDTD at a given spatial
frequency as determined by pinhole size. Five sizes of
pinholes from .368 mm to 1.5 mm were tested.

The second phase of the MDTD testing involved
measuring the signal voltage of the target waveform on an
oscilloscope as a function of target temperature. The data
from this experiment was plotted to obtain the slope
m= AVSAAT. For a unity signal-to-noise ratio, the minimum
temperature sensitivity of the system was calculated by

v
AT = MDTD = —%~. This process was conducted for all flve

plnhole sizes,




IV, PRESENTATICN OF DATA

A. NETD DATA

Table II presents the results of the NETD measurements
as a function of pinhole size, A graph of this data is
shown in Figure 11, The noilse voltage was one millivolt in

all cases.

Table II
Pinhole Size (mm) NETD (°C)
.368 14.49
.500 7.40
.750 5.73
1.00 4.69
1.50 3.08

B. MDTD DATA
Table III presents the results of the first phase of
MDTD testing. These points are then plotted as a function

of the spatial cutoff frequency of the pinhole size in

Figure 12,
Table III
Pinhole Size (mm) MDTD (°C)
.368 76
.500 38
.750 27
1.00 20

1.50 16
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Table V presents the results of the MRTD measurements

for each slze pinhole.
cy
MRTD
fT(mrad) . 368mm
1.73 83
3.46 87
6.92 191
13.83 *
*Target

This data iIs plotted in Figure 1i&,

Table V
MRTD MRTD
. 50mm . 75mm
75 31
80 48
185 *
* *

34

MRTD METD
1.0mm 1.5mm
24 18
41 35
* #*

* *

not resolvable at any temperature
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THEORETICAL VALUES

e}

The theoretlcal value of NETD can be calculated from ¢the
previously derived formula for NETD using known or measured

E values of each parameter. The followlng 1is a listing of

the constants used for these calculations:

A =172.8 cm2
o

Afr =13.5 KHz

%p=13/un

Tb=3OO K

T-=.80

o

1
10 cm-Hz?

*
D =3x10 watt .

= 4 y
C,=1.4388X10" um-X

2

13
: j&;(3oo°)dx=1.u8x1o“2 watt
: 3 cm

'§ As the pinhole size changed, the value of &, (3, and A,

changed accordingly. Table VI presents the results of the

NETD calculations.

E Table VI

i

{ Pinhole Size (mm) NETD (°C)
| 368 .61

é .500 .55

E .750 .37

E 1.00 .28

1.50 .15




The theoretical value for MRTD can be calculated from the
previously derived formula for MRTD provided the system MTF
has been measured. In the case of the .268mm pinhole, this
informatlon is avallable from an earlier M.S., Thesis,
[Grubter, 1979]. Table VII presents these results using the

thecretical values of NETD.

Table VII
fT(cigig) MRTD (°C)
1.73 2.4
3.46 12,1
6.32 145,3
13.84 not resolvable

4o

o e
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Y. CONCLUSIONS

A. SUMMARY

An analysis of the measured values of the performance
parameters reveals several key points concerning the effects
of varying the pinhole size., The expected dependence of
the thermal sensitivity upon the pinhole size was observed.
This was shown by the NETD and MDTD results. The expected
increase in optical resolution due to smaller pinhole sizes
was observed. This was shown by the MRTD and MDTD results.

The thermal sensitivity demonstrated in the objectiwve
tests was not reflected in the values of the thermal sensi-
tivity of the subjective tests, There was considerable loss
of thermal sensitivity when the FLIR system was actually
used to display thermal images. This was because there are
other ncise sources and spatial filters in between the point
of the subjective measurements and the final image.

The NETD expression can be rearranged to show that NETD
is a function of the f-number., Consequently, by varying
the pinhole size, the f-number 1s varied implicitly. This
relationship was confirmed by the NETD data.

The theoretical values of NETD and MRTD were not in good
agreement with the measured values, It 1s suspected that

the inaccuracy in the theoretical predictions was caused by

two factors, First, the emissiyity of the target was assumed
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tc be unity, which it is not. Secondly, the valiue of the
overall transmission coefficlent 1s probably too high. This
1s perhaps due to the poor reflectance of the telescope
mirrors to infrared wavelengths, Since the mirrors are
coated with a compound of silicon monoxide, its properties
might make it unsultable for work in the infrared spectrum.
There was goocd agreement between the NETD results and
the minimum temperature sensitivity (MTS) obtained from the

slope of the signal strength versus temperature graphs.

B. COMMENT

The arrangement for the placement of the pinhole was not
ideal. A better place to install it would have been directly
in front of and next to the detector sensitive area. 1In
this position, it could have been a proper cold shield.

The flyback blanking feature of the FLIR was not con-

nected during system testing. This was not detrimental to

target perception or detection,

T gy
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